Simulator Solution
Lot #: 04-04-100
Prepared: 12/30/03  Expires: 12/30/04

0.1008
0.1022
0.1001
0.1014
0.1003
Mean: 0.1010
Std Dev: 0.000856




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT

- INT-

Today's Date = 1/2/04 Today's Time = 2:41:14 PM
Bound File Name = sim1230(2).0001. RAW

Sample Name = CCS

Date Taken = 1/2/04 2:41:11 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.84 Ethanol 383402 0.0884 0.0722

2 271 t-Butanol 1473082 0.9387 0.7662

3 3.45 n-Propanol 1771671 1.0000 0.8162

Printed on 1/2/04 2:41:14 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 1/2/04 Today's Time = 2:55:50 PM
Bound File Name = sim1230(2).0002.RAW
Sample Name = 12/30 Sim Soln.
Date Taken = 1/2/04 2:55:48 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.84 Ethanol 570674 0.1235 0.1008
2 2.71 t-Butanol 1666966 0.9968 0.8136
3 3.46 n-Propanol 1888009 1.0000 0.8162
Printed on 1/2/04 2:55:51 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 1/2/04 Today's Time = 3:11:01 PM
Bound File Name = sim1230(2).0003.RAW
Sample Name = 12/30 Sim Soln.
Date Taken = 1/2/04 3:10:55 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.85 Ethanol 555689 0.1252 0.1022
2 2.71 t-Butanol 1575808 0.9809 0.8006
3 3.45 n-Propanol 1813739 1.0000 0.8162
Printed on 1/2/04 3:11:01 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met. FMT
Today's Date = 1/2/04 Today's Time = 3:26:06 PM

Bound File Name = sim1230(2).0004.RAW
Sample Name = 12/30 Sim Soln.
Date Taken = 1/2/04 3:25:57 PM VDH Headspace Alcohol

Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL  Conversion
1 1.85 Ethanol 570864 0.1226 - 0.1001

2 2.71 t-Butanol 1664751 0.9879 0.8063

3 3.46 n-Propanol 1902474 1.0000 0.8162

Printed on 1/2/04 3:26:06 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 1/2/04 Today's Time = 3:41:04 PM

Bound File Name = sim1230(2).0005.RAW

Sample Name = 12/30 Sim Soln.

Date Taken = 1/2/04 3:40:59 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
1 1.85 Ethanol 581305 0.1242 0.1014

2 2.71 t-Butanol 1645697 0.9714 0.7929

3 3.46 n-Propanol 1912666 1.0000 0.8162

Printed on 1/2/04 3:41:05 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met. FMT
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Today's Date = 1/2/04 Today's Time = 3:56:03 PM
Bound File Name = sim1230(2).0006.RAW

Sample Name = 12/30 Sim Soln. .

Date Taken = 1/2/04 3:55:59 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/VOL Conversion
1 1.85 Ethanol 576781 0.1229 0.1003

2 2.71 t-Butanol 1678489 0.9883 0.8067

3 3.45 n-Propanol 1917431 1.0000 0.8162

Printed on 1/2/04 3:56:04 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT
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Today's Date = 1/2/04 Today's Time = 4:11:14 PM
Bound File Name = sim1230(2).0009.RAW

Sample Name = CCS

Date Taken = 1/2/04 4:11:06 PM VDH Headspace Alcohol
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.85 Ethanol 370120 0.0857 0.0700

2 2.71 t-Butanol 1621607 0.9734 0.7945

3 3.46 n-Propanol 1764771 1.0000 0.8162

Printed on 1/2/04 4:11:14 PM Page 1 of 1




